[Instruction of clinical testing method for medical devices].
The article introduces the clinical testing method for the product of patient monitor, the definition of direct measurement and indirect measurement method, and the different testing methods. The clinical testing methods for none invasive blood pressure, pulse oxygen saturation and ECG analysis have significant value, which are important solutions to test the safety and effectiveness of medical devices by using the equivalent analysis method. These methods above are also provided as reference for other medical devices' clinical testing.